Intraoral dental lights: test and evaluation.
Performance standards of dental task and ambient lighting systems were presented. Twelve brands of commercial dental lights were tested for compliance with ISO draft specifications. Technical results were presented and recommendations made to assist the dentist in selection of an optimal light system.